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Abstract
Introduction− In health centers, communication between 
the medical staff and the patient is generally performed by 
an intercom. Some of these devices have evolved in order to 
simplify the duty of medical staff by introducing indicator 
systems that allow to report which rooms demand medical 
service. However, they present technical weaknesses, for 
example, high energy consumption or high loss of informa-
tion packets.
Objective− Design and build an instrumentation and a 
measurement prototype for hospital care that demands 
less energy consumption and gives a wide range of data 
transmission when compared to the works proposed in the 
literature.
Methodology− In synthesis, the prototype uses a network 
of switches for emergency call generation. These are sent to 
an intercom which enables a channel. Then, the information 
is processed and transmitted to every visualization module 
through a microcontroller and an RS-485 serial communica-
tion bus. Finally, this information is decoded and displayed 
in a light indicator.
Results− The testing protocol evaluates and compares the 
operation, performance and reliability of the equipment to 
that similar equipment in the same time window. A reading 
of energy consumption and loss of data packets was perfor-
med. In addition, a random experiment was carried out and 
the results were modeled from a Poisson stochastic process. 
The results showed a decrease of power consumption in a sta-
ble regime of 91% in comparison to the results mentioned in 
the literature. On the other hand, the equipment presented 
an information loss rate under 4% of average.
Conclusions− The design process included a hardware and 
software strategy which allowed to reduce the energy con-
sumption of the display module in a steady state and increa-
sed the equipment’s reliability. Furthermore, the equipment 
is technically efficient, scalable and maintenance friendly.
Keywords− Intercom, hospital care, Poisson Stochastic 
Process Microcontroller, Display, Turn-O-Matic.
Resumen 
Introducción− En centros de salud la comunicación entre el 
personal médico y los pacientes en general se lleva a cabo por 
medio del intercomunicador. Algunos de estos dispositivos han 
evolucionado simplificando los trabajos del personal asistente del 
hospital, introduciendo sistemas indicadores que permiten infor-
mar la habitación que demanda servicio médico al público, sin 
embargo, presentan debilidades técnicas como el alto consumo 
energético y la pérdida significativa de paquetes de información.
Objetivo− Diseñar y construir un prototipo de instrumentación 
y medida para el cuidado en hospitales, que demande un gasto 
energético menor, y un mayor alcance en la transmisión de datos 
que los propuestos en la literatura.
Metodología− En síntesis, el prototipo utiliza una red de in-
terruptores para la generación de las llamadas de emergencia, 
estas son enviadas a un intercomunicador el cual habilita un 
canal; luego la información es procesada y transmitida a los 
módulos de visualización por medio de un microcontrolador y un 
bus comunicación serial RS-485, finalmente esta información es 
decodificada y visualizada en un indicador luminoso. 
Resultados− El protocolo de prueba consistió en evaluar y com-
parar el funcionamiento, el rendimiento y la confiabilidad del 
mismo con un equipo similar en la misma ventana de tiempo. Se 
realizaron lecturas de consumo energético, pérdida de paquetes 
de datos y se implementó un experimento aleatorio cuyos resul-
tados fueron modelados a partir de un proceso estocástico de 
Poisson. Los resultados arrojaron una disminución del consumo 
energético en régimen estable de 91% en comparación a lo expues-
to en la literatura. Por otro lado, el equipo presenta una tasa de 
perdida de paquetes de información menor al 4% en promedio. 
Conclusiones− El procedimiento de diseño contempla una 
estrategia por hardware y software que permite disminuir el 
consumo energético de módulo de visualización en estado estable 
y aumentar la confiabilidad del equipo. Además de ser eficiente, 
el equipo es escalable y de fácil mantenimiento. 
Palabras clave− Intercomunicación Atención Hospitalaria, 
Proceso Estocástico Poisson, Microcontrolador, Visualizador, 
contador.
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I. IntroductIon
Modern electronics has allowed the development of 
customizable applications for user’s desires. These 
applications provide solutions to different known re-
quirements at a relatively low investment cost. Smart 
systems have been widely used in different sectors 
like agriculture, medicine, mining and others areas 
[1]. For specific applications directed to public and 
customer attention, it’s common to find Turn-O-Matic 
systems (also known as Take-a-number or Digital 
Turn system) that help to release the bottleneck 
caused by delays and big service demand [2]. The 
Turn-O-Matic systems with seven segment displays 
has been an alternative for these problems.
Generally, in health institutions, the Turn-O-Ma-
tic systems have been adapted for different scenarios 
where the service quality is fundamental. Usually, 
hospital and health centers have communication 
equipment (intercom) between rooms and medical 
staff. This device attempts to a quick patient atten-
tion; however, this solution has visualization issues 
that generate an inadequate alert for the medical 
staff. In addition, the nursing care request models 
between the patient and the assistance personnel 
do not involve the general public (family members, 
friends, among others) [5]. There are some cases that 
use cloud technology to generate reports and turn 
changing, but this solution brings new issues such 
as channels limitation and high costs, among other 
things [6]–[8].
The technology designed for these systems is var-
ied, although it can be classified depending on the 
environment of information transfer. For example, 
in [23] the authors proposed a wireless system for 
nursing calling in health centers, the equipment is 
designed for large health centers. The system uses 
a sturdy communication protocol where alarms can 
be installed and also uses communication by sound. 
Similarly, the authors from [24] designed and imple-
mented a wireless system for customer service, which 
has extra functions from [23]. For instance, the ser-
vice attention command is sent in redundant mode to 
the nursing station and the mobile phone of the duty 
officer is sent by a text message. These approaches 
are also represented in [26]–[27].
On the other hand, [25]–[28] reported nurse call-
ing under a different model that assigns the medical 
staff depending on the profile of the patient. It uses 
sensors and other devices for user monitoring and 
gives an automatic attention order. One feature of the 
mentioned works is that they operate under a custom 
service paradigm, which denies the general public 
from the model and it does not keep the equipment’s 
technical validation. In other words, energy demand, 
reliability, channels’ number, and other features of 
the system are not clear.
In [5], [9] the authors introduced a variant that 
shows an alternative model for hospital care commu-
nication which includes other actors related to the 
patients (family and friends). Although they proved 
a prototype’s technical validation, it has bounds, for 
example, high energy consumption and significant 
loss of data packets, which affect the equipment’s 
functionality. This paper shows an instrumentation 
and wired measurement system directed to improve 
some of the weaknesses before described while keep-
ing the same application approach for wired hospital 
care. This approach used the advantage of the com-
munication protocol RS-485 for data transmission 
and reception. The approach retains the simplicity 
and some elements of the methodologies presented 
in [5], [9], [23], [24]. However, this approach high-
lights the flexibility, scalability and reliability of the 
equipment from a software and hardware strategy. 
Additionally, a software procedure that allows to 
optimize the energy consumption in a stable regime 
of the display module improving the work reported 
in [9] is proposed in this paper. 
This article is organized as follows: Section II 
shows the state of the art; section III presents the 
methodology and the detailed design of each meth-
odology stage, starting with the intercom and ending 
with the visualization module; section IV presents 
the test protocol and documents of the performed ex-
periment as well as the corresponding results; finally, 
section V presents the conclusions of the experience.
II. State of art
For the last decades, different Turn-O-Matic systems 
that use modern visual technology have been devel-
oped [2]–[3]. In 2008, [2] describes the design for a 
Turn-O-Matic system with display and advertising 
features. Similarly, in [3], a Turn-O-Matic system 
which uses dual segment display controlled by a 
TCI/IP server that generates statistical reports is 
proposed. Even though these applications show high 
performance and they also have additional services 
for complex tasks, their installation would demand 
the hospital to make a total renewal of its infrastruc-
ture, hence, making this process costly and hard to 
implement. In addition, their designs would require a 
displayer for information points. In [4], the design of 
three-display Turn-O-Matic system for the manage-
ment of one hundred orders is proposed. Although, 
this is a reliable and low-cost design, the application 
has the limitation of not being portable and it also has 
scalable development problems. In the field of hospital 
care, there are companies that give solutions to this 
type of requirements because they design systems 
that are connected to the cloud, which has the pos-
sibility to generate reports, turn changing, among 
other benefits [6]–[8]. However, these solutions are 
expensive, limited in channels and require software 
for their operations, therefore, they are costly and 
non-adaptable. Also, they are limited in multiple 
information points.
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The traditional designs of communication proto-
col for hospital care are summarized in the diagram 
of Fig. 1. It is important to highlight that the com-
munication is only between the medical staff and 
the patient through different devices (LCD, display, 
cellphone, among others) [23]–[28].
III. Methodology
This section describes the creation of the prototype. 
There is an emphasis in the design of each stage, 
both in the hardware and software level. In addi-
tion, the electronic components are specified and 
the strategy to evaluate the prototype performance 
is also presented. 
A. Building the Wired Measurement System
Fig. 3 shows a block diagram with the proposed 
prototype structure, where M(t) is the input sig-
nal of the system and y(t) is the corresponding 
response (message showed on the display mod-
ule) that is equivalent to M(t). It is important to 
clarify that serial communication is associated 
to the communication protocol and the hardware 
component which operates the data flow of the 
system, i.e. this section controls the information 
traffic between the controller and decoder through 
the terminals Tx and Rx that are preserved in 
all data bus. The main difference with the dia-
gram from Fig. 2 should be noticed. It is related 
to how the serial communication module is used 
since this work adopted a wireless rule which is 
managed by a software strategy to improve the 
equipment’s performance when the information 
flow does not occur. 
On the other hand, the work scheme from [5], [9] is 
showed in Fig. 2. The main difference between these 
works is associated to the use of cables for data trans-
mission. The implemented scheme in [9] uses WSN 
which brings big benefits for installation, scalability, 
adaptability and modularity of the system. However, 
it has technical issues associated to the electrical 
demand and the loss of data packets related to the 
range and consumption of the antenna. The work 
from [5] is simple and cheap, however, it does not 
have scalability as they did not define a communica-
tion protocol for data management. Therefore, it is 
unlikely the system can develop over time. 
SERVICE 
CALL 
SENSOR
 COMUNICATION
   WSN, WIRED
 DISPLAY NURSE
 PUBLIC DISPLAY
 PUBLIC DISPLAY
 PUBLIC DISPLAY
CENTRAL
CALL DECODER
DECODER
DECODER
ABCDEFG   DP        12
ABCDEFG   DP        12
ABCDEFG   DP        12
ABCDEFG   DP        12
Fig. 2. Optional methodological diagram.
Source: Authors.
Notice the block diagrams from Fig. 1 and 2. They 
have some similarities in many stages as well as in 
technical features and functions. Nevertheless, they 
differ in the functional model from intercoms in a 
hospital environment because one of them articulates 
other people (public) while doing the service request 
process for the patient who recovers. Therefore, the 
technical problems must be fixed to secure a high 
system performance.
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Fig. 1. General methodological diagram.
Source: Authors.
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Fig. 3. Proposed methodological diagram.
Source: Authors.
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The system aims to send the data towards the 
display module with light indicator by using an asyn-
chronous serial communication protocol. It should be 
noted that this approach combines elements present-
ed in [5], [9]. First, the modularity, because the de-
sign considers several elements by hardware that are 
coupled by means of a communication protocol. Note 
that the system portability and installation process 
in a real scenario is impaired due to connections from 
the serial communication stage to the place where we 
want to install the new display module.
On the other hand, it should also be noted that the 
methodology involves the linking of a new display 
module to the system from the coupling of the latter 
to the communication network where the prototype 
operates, thus, allowing the addition of indicators 
according to the need. This is an important feature 
that must be guaranteed in the design as it is de-
sirable that the system can be scaled to small and 
large health centers and also that it can grow over 
time without altering the methodological design of 
the equipment. The procedure uses the push-button 
and intercom network structure because they are 
traditional resources available in almost every health 
centers. From a technical point of view, the system is 
coupled into the technological infrastructure of the 
health center [5].
The following procedure is the design of each 
stage shown in the diagram of Fig. 3. Moreover, the 
description of the software and hardware strategy 
implemented with the purpose of reducing the en-
ergy consumption of the visualization modules are 
also presented.
B. Design
The following design preserves several elements re-
ported in [5], [9], therefore, in this paper only a short 
description of it is done. The design process begins 
by defining the stage that captures the service re-
quest and ends by indicating the information to the 
general public.
Service Call Sensor: Previous works report the use 
of switches (in Pull-Up mode) as actuators that allow 
generating attention orders from the waiting room to 
the intercom. Once the switches are activated, the re-
spective voltage signal is transmitted {S1, S2, ..., Sn} 
and they active the intercom outputs {Input 1, ..., Input 
n}. The intercom can be defined as a scaled telephone 
central. The moment the intercom gets the voltage sig-
nal {S1, S2, …, SN} from the recovery room, it activates 
a respective output channel {Z1, Z2, …, Zn}. The time 
the channel is still activated depends on the manual 
deactivation performed by the nurse in charge of the 
intercom operation. A circuit model that summarizes 
the above process is shown in Fig. 4, and it is important 
to clarify that intercoms have others features which 
are not presented in this work, however, readers can 
refer to [12], [13] for more detail. 
SN
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S1
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       M(t)
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IN
TE
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OM
Z1
Vp
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Vp
INPUT 1
INPUT N
SN
S1
Fig. 4. Service call sensor.
Source: [5], [9].
Signal Conditioning: The signal conditioning 
stage has a main purpose in this application which 
is to erase the magnetic compatibility problems be-
tween the intercom and the other elements of the 
interconnection system. This basically consists of 
operational amplifiers in follower voltage mode and 
optocouplers as the ohmic isolation stage between 
the modules to be articulated. The circuit’s diagram 
is shown in Fig. 5. Note that Rp resistor operates 
in pull-down mode. This configuration avoids the 
saturation phenomenon in the operational amplifier 
when the non-inverting door does not have electrical 
connection to the intercom (reserve input Zn free), 
therefore, it is suggested that its value will be equal 
to kilo-ohms. 
VOLTAGE
FOLLOWER OPTOCOUPLER
Z1
 I1
RP
ZN
 IN
RP
OPTOCOUPLER
VOLTAGE
FOLLOWER
Fig. 5. Signal conditioning stage.
Source: [5].
Controller: This module is responsible for tak-
ing attention orders (preconditioned) supplied by 
the Service Call Sensor, and then, encrypting and 
transmitting this information through a serial pro-
tocol communication to all the display modules. Note 
that in this case, through the same intercom, several 
display modules can converge. Nonetheless, these 
modules cannot share the information between them 
and this is only possible with the system intercom 
given by the Service Call Sensor module. 
105
Vélez, Henao & Calvo / INGE CUC, vol. 14 no. 1, pp. 101-112, Enero - Junio, 2018
This shows a characteristic of networks in point-
to-multipoint topology. The circuit’s diagram of the 
Controller stage is shown in Fig. 6.
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Fig. 6. Controller stage.
Source: Authors.
The terminals [I1 ...In] correspond to the outputs 
supplied by the circuit in Fig. 5. On the other hand, 
the Rx and Tx terminals are used by default for 
the serial communication implementation. The se-
lected processing device consists of a microcontroller 
PIC16F882, which is an easily accessible and univer-
sal device, and has the resources for the implemen-
tation of the application. Although, it was decided to 
use other control element, it is recommended to use 
the following hardware level resources: 
• An EUSART Asynchronous Transmitter-Recei-
ver module.
• Multiple digital inputs.
When comparing the number of inputs that can 
be supported, the proposal establishes other alterna-
tives than those reported in [5], [9] by considering 
a Pic microcontroller of the family 16f88x. Table 1 
sets forth the information regarding the available 
terminals. 
table 1 ProPoSed avaIlable terMInalS.
Alternative Number of available terminals
Presented in [5] n - 17
Presented in [9] n - 9
Presented in this paper n - 10
Source: Authors.
As seen, n parameter refers to the number of mi-
crocontroller terminals to be used. In others words, 
for 40 microcontroller terminals, the proposal pre-
sented in [5] would have 23 inputs. This paper 
suggests 31 inputs due to the fact that the system 
preserves the modularity concept in [9], where the 
authors articulate the data acquisition process with 
the display module through a communication proto-
col. The terminal function [12] from Fig. 6 defines 
the next section.
Serial Communications: The prototype reported in 
[5] has a data line per channel, i.e. for each visualiza-
tion module it is necessary to take the channels [I1, 
..., In]. Therefore, the more the inputs, the greater 
the volume of terminals to be interconnected. This 
amount can be reduced by implementing a communi-
cation protocol that allows to transport the data in a 
wire to each visualization module of the system. This 
process can be achieved by using a serial communica-
tion protocol. In the literature, there are synchronous 
and asynchronous serial protocols. The first one needs 
a clock reference signal that is in charge of synchro-
nizing the communication between the elements that 
conform the network. This protocol has interesting 
advantages such as a fast and robust performance 
against attacks and low energy consumption, how-
ever, it is limited in distance (30 cm as maximum). 
Some synchronous serial communication protocols 
examples frequently used in practice are the SPI and 
I2C standards [15]. On the other hand, the asynchro-
nous serial protocols do not need a clock signal to syn-
chronize the communication process, i.e. there is no 
relationship in time between the sending device and 
the receiving device. Although this protocol has low 
performance in data transmission, it has advantages 
that are attractive in application with considerable 
distances as some standards support approximately 
up to 1.2 km in data transmission [10]. 
The RS-232 standard is one of the most repre-
sentative examples of the asynchronous serial pro-
tocol, which was introduced in the 60’s, because it 
establishes a communication at relatively low speed. 
However, it has two limitations: the first one is con-
formed of a master and a slave device, i.e. only two 
devices participate in the communication process. 
The second one is a limited range of approximately 15 
m [16]. However, there is an option for this standard 
that allows to overcome the mentioned limitation: 
linking and articulating a hardware stage in the 
communication process, known as RS-485 standard. 
The standard achieves a maximum distance that can 
exceed thousands of meters and allowing serial com-
munication with multiple slave devices connected to 
their respective data bus. Additionally, it has other 
advantages such as higher speed in information 
transfer than the RS-232 standard and robustness to 
electromagnetic interference, which is important for 
applications with contaminated industrial environ-
ments [11]. This paper uses an asynchronous serial 
communication protocol, more precisely, the RS-485 
standard in order to build a point-to-multipoint net-
work that allows to transmit information to each 
visualization module of the system. The circuit dia-
gram is shown in Fig. 7. 
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Fig. 7. Serial communications diagram.
Source: Authors.
As shown, vector [Tx Rx] corresponds to the 
terminals used by the master and slave microcon-
trollers to transfer and receive information in the 
network. It is important to clarify that the MAX485 
integrated function converts the voltage levels de-
livered by the microcontroller in voltage levels that 
are in the RS-485 standard and vice versa. Thus, 
terminals [Tx Rx] are conserved in the communica-
tion process. Picking the MAX485 was essential be-
cause it is accessible, robust and easy to implement. 
Finally, terminals [C1, D1, DM] must be handled 
with care because they control the function of each 
module (data transmission and reception) [14].
Decoder: The decoding stage receives, extracts 
and processes the data delivered by the serial com-
munication channel to finally send the visualization 
element to the room that requests medical service. 
The proposed circuit to this purpose is shown in 
Fig. 8, in which the terminals [Rx Tx Dm] are rep-
resented in Fig. 7. On the other hand, the terminals 
[Mux1 Mux2] correspond to the control terminals of 
the visualization element. And finally, the outputs 
[OUT1, OUT2, …, OUT8] correspond to the data 
lines where the information is transmitted to the 
display module. It is noteworthy that the control ele-
ment corresponds to a PIC16F886 microcontroller, 
though another machine can be used. However, it 
is recommended to have the following minimum 
features at a hardware level. 
• EUSART Asynchronous Transmitter - Receiver 
Module.
• Interruptions due to overflow of timer
• Input and output terminals for coupling with the 
visualization element.
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Fig. 8. Decoder stage. 
Source: Authors.
Display Module: It is used to inform the room that 
requests medical service. This consists of a dual seg-
ment cathode display, a microcontroller and a power 
stage made up transistor in a BJT logic inverted 
configuration. Note that in this case, the terminals 
[OUT1 ... OUT8] correspond to the circuit outputs 
from Fig. 8, while the transistor’s ON and OFF con-
trol commands are archived by the terminals [Mux1, 
Mux2]. For more details on the operating system from 
Fig. 9, turn to [15].
A B
MUX2MUX1
y(t)
ABCDEFG DP  12
Fig. 9. Display module stage.
Source: [9].
Software: The system must operate under the su-
pervision of an algorithm, which must have the capac-
ity to capture, encode, transmit, receive, decode and 
inform the room reported by the system’s microcon-
troller. Therefore, the software must be implemented 
into the master microcontroller (Controller) of the 
system and each slave microcontroller (Decoder) 
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that conform the point-to-multipoint network. This 
one is in charge of capturing, encoding and send-
ing the information channeled by the intercom. The 
second algorithm is in charge of receiving, decod-
ing and reporting the room that request a medical 
service. The elaboration is implemented in a PIC 
C environment, a C language adaptation for PIC 
microcontrollers [15].
Fig. 10 shows the algorithm associated to the 
controller stage. Note how the master sends three 
data when the attention order is generated. This is 
necessary to implement a strategy that allows to 
reduce the energy consumption of each visualiza-
tion module. 
Fig. 10. Master algorithm of the system.
Source: Authors.
The algorithm associated to the decoder stage is 
shown in Fig. 11. In this case, the concept of inter-
ruptions is used, where the first one corresponds 
to the interruption by data reception in the micro-
controller’s EUSART [15], allowing to disable the 
low energy consumption mode of the decoder when 
receiving the signal WAKE UP [17]. When the mi-
crocontroller stops the hibernation mode, it takes 
the information to be decoded. Then the informa-
tion is sent to the light indicator of the respective 
visualization module. Finally, once the command 
has been answered, the controller sends to each 
slave the command to turn the indicators and en-
ters again in low power consumption mode as the 
strategy that decreases the energy consumption of 
the visualization system when it does not exist at-
tention commands by the user is specified. All this 
is possible when EUSART is into the visualization 
element. To end, the interruption by the TMR0’s 
overflow controls the ON and OFF of the indicator 
with the purpose of eliminating the blinking. 
This strategy does not consider a simultaneous 
attention of the commands channeled by the inter-
com, although this can be modified according to the 
requirements established at the time by the respec-
tive client which will impart the characteristics of 
the system. Clearly, this implies adjustments in the 
operating algorithms of the system. However, the 
methodology works without alterations. Lastly, the 
system is scalable as the RS485 standard adapts 
several visualization modules to the same master, 
which in turn can take the information to different 
places of the health center.
Fig. 11. Algorithm of the decoder element of the system.
Source: Authors.
Emulo Intercom: To complete the plan, it is nec-
essary to define the element that enables the com-
munication between the medical staff and the re-
spective client (intercom). The function introduced 
in Fig. 4 can be emulated by a digital circuit based 
on a microcontroller. This is shown in Fig. 12. In 
this way, when one of the signals from figure 1 is 
activated [S1, S2, ..., SN], they are immediately cap-
tured by the input terminals of the microcontroller. 
Then, depending on the captured signal, the respec-
tive output [Z1, ..., Zn] is triggered. The selection 
of the PIC16F886 microcontroller from Fig. 12 is 
arbitrary as the process can be performed by almost 
any general-purpose microcontroller. 
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Fig. 12. Emulator intercom.
Source: [9].
Validation Process: This section describes the 
structured processing to validate the performance of 
the suggested design. Experiments are performed to 
quantify energy consumption, loss rate of data pack-
age and prototype reliability. 
The energy consumption measured corresponds 
to the quantity of consumed electrical energy for 
the display module, decoder and the serial com-
munication’s hardware stages. Other elements are 
ignored because they must be in latent mode during 
functioning, therefore, their consumption is assumed 
to be uniform. Thus, measurements were taken dur-
ing the excitation operating state (Wake up) and the 
in-steady state (Sleep). The circuit measurement 
basically conditions an ammeter (A) in line to the 
power source and the module, as shown in Fig. 13. 
On the other hand, the distance variation effect was 
considered; therefore, different tests were performed 
by changing the communication channel length. The 
experiment was repeated 10 times (40 readings) to 
assess the repeatability of the measurements. 
To quantify the information transfer performance, 
a random experiment on data packets loss, trans-
mitting commands between the Controller (network 
coordinator) and the Decoder modules (Slaves Net-
work) is carried out [20]. This test seeks to evaluate 
the sturdiness of the serial communication stage for 
different ranges and decide on how safe the imple-
mented protocol is.
For system reliability calculation, a random experi-
ment was carried out. First, attention requests for dif-
ferent instances of time were generated [M(t), …Mn(t)]. 
Then the number of occasions when the equipment 
failed was counted (refers the number of times when it 
was not possible to show in some display modules the 
message sent by the controller). The objective of this 
test was to evaluate the main function of the equip-
ment and determine the probability of failure as a 
function of time. The above is very important because 
the reliability must be evaluated without restricting 
the issue which causes damage.
Now, a failure of functionality is considered when 
the order Mn(t) does not produce the corresponding 
output yn(t), which can occur due to many factors, 
therefore the event [Mn(t) and n(t)] it is independent 
of the event [Mm(t) Ym(t)] because it is not of inter-
est in this work to determine the origin of the error.. 
Therefore, the probability that the equipment does 
not work can be molded by a Poisson random process, 
which is shown in (1) [21]–[22].
P(X = k) = (t)
ke-λt
                  
   
k!
   (1)
Where, X is the random variable, t corresponds 
to the time the process lasts and λ is the parameter 
which quantifies the failure rate. Given the above, t > 
0 y λ ≥ 0. Then, with the amount of failures occurred 
while the last experiment operated, the value of λ 
can be tuned with the maximum likelihood estima-
tor (2) [19]–[22].
λ =  
∑ jiki
        pt (2)
+ __
SOURCE POWER
DISPLAY MODULE
A
y(
t)
Fig. 13. Power consumption measurement 
circuit of the visualization module.
Source: [9].
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ki corresponds to the failure detected in the in-
stant ti and p is the total number of equipment (Num-
ber of identical prototypes that are being tested for 
functionality) which is being evaluated. The mean 
value and theoretical variance that are above the 
random variable X are given by the first and second 
statistical moment of the Poisson stochastic process, 
this is μ = λt and σ2 = λt. Then, the process is com-
pletely described while calculating the reliability 
from [9].
The described experiments will be performed 
simultaneously with the equipment showed in [9]. 
Unfortunately, the proposal presented in [5] is ig-
nored because is not scalable, i.e. this work does 
not have a protocol that allows to interconnect more 
than one display module. Hence, the results cannot 
be compared. A similar situation associated to the 
model is presented in [23]–[28].
III. Results 
In order to evaluate the equipment’s performance 
in real conditions, it was sought to emulate the 
hospital environmental conditions. This type of en-
vironment has corridors, walls, electrical network, 
electronic systems and signal with electromagnetic 
noise, e.g. WI-FI. For this reason, the test is carried 
out at the headquarter building of the Universidad 
Tecnológica de Pereira because this building meets 
those characteristics. Then, two Display Modules 
were installed using the proposed design. In addi-
tion, a 4-input signal system was built [M(t), M1(t), 
M2(t), M3(t)] to verify the equipment’s performance. 
The circuits that made everything possible are 
shown in Fig. 14. 
Fig. 14. Circuit implementation of the proposed design.
Source: Authors.
In Fig. 14, A is the card that contains the control-
ler, signal conditioning and serial communications 
stages; B is the [Z1, …, Zn] signal; C is the signal 
conditioning stage; D is the controller stage; E is the 
serial communications protocol; and F is the decoder 
and display module card. According to Table 2, it can 
be established that the energy consumption is inde-
pendent of the distance between the transmission 
and reception equipment. Also, it can be observed a 
low energy consumption of the different modules in 
their operation state and stable mode. During the 
development of this experiment hot spots or system 
restarts were not reported since, due to the equip-
ment’s low energy consumption, the system can op-
erate for long periods of time. Making a comparison 
with the methodology proposed in [9], there was a 
decrease of 51 mA, that is equivalent to a 79%, in 
operation mode. For the stable mode, a decrease of 
41 mA was observed, which is equivalent to a 91%. 
These results allow to validate the strategy taught 
in Fig 10 and 11. Note that the difference in energy 
consumption between prototypes is mainly due to the 
fact that the system antennas proposed in [9] must 
always be latent because the medical service orders 
correspond to a random event. Standard deviation 
was not reported because a variation on the electric 
current readings was not observed. Table 3 shows the 
average packets that arrive at the receiver modules 
for different distances. 
table 2. outcoMe reSultS vS energy conSuMPtIon of the vISualIzatIon Module.
Experiment
Current 
methodology
Methodology 
proposed in [9]
Consumption Consumption 
N° Distance [m]
Operation 
(mA)
Stable 
(mA)
Operation 
(mA)
Stable 
(mA)
1 10 14 4 64 47
2 30 14 4 68 47
3 50 14 4 69 47
4 100 14 4 48 47
Source: Authors.
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Table 3 shows a low packet loss, which guaran-
tees a high performance when sending the informa-
tion to each display module to be interconnected. 
From these results, and with a varying distance, 
it is evident that the loss of information is insig-
nificant. For 100 executions of the experiment, the 
standard deviation in each location was decided. 
To evaluate the reliability, the experiment is per-
formed in a time window of fifteen days, varying 
locations and distances of the system during differ-
ent hours of the day. The results show that for 400 
service commands set by the room pushbutton, the 
system only failed twice while the contrasted equip-
ment failed three times. Thus, the equipment under 
assessment proves high reliability. Using equation 1 
and 2, the adopted stochastic process is described. 
Then, the reliability of the equipment in a bigger 
time window was predicted. The probability results 
table 4. relIabIlIty reSultS through the PoISSon ProceSS.
Time 
(Month)
Current 
methodology
Methodology 
proposed in [9]
Probability 
of failure (%)
Reliability 
(%)
Probability of 
failure (%)
Reliability 
(%)
1 98.17 1.83 99.75 0.25
2 99.97 0.03 100 0
Source: Authors.
table 5. reSultS of the exPected valueS froM the faIlureS.
Time 
Period 
(Month)
Expected value 
of the current 
methodology (failures)
Expected value of 
the proposed 
methodology in [9]
1 4 6
2 8 12
6 24 36
12 48 72
Source: Authors.
table 3. reSultS of the Packet quantIty receIved aS a functIon of the dIStance.
Distance Current methodology
Methodology 
proposed in [9]
Distance [m] Received packets (%)
Taken 
packets [%]
10 96 ± 3.89 100 ± 0.00
 30 96 ± 3.89 90.30 ± 2.70
 50 97.69 ± 3.57 5.50 ± 0.70
 100 99.00 ± 0.00 0±0.00
Source: Authors.
are shown in Table 4. It is important to clarify that 
the failure presented does not refer to equipment 
issues (electrical rupture, physic damage). Instead, 
it refers to the incapacity to do its main function. 
Table 5 shows the expected values for different mo-
ments of time.
In [9] a flawed methodology is set forth as --de-
spite being scalable-- it has a high energy cost to 
work properly. Furthermore, as it is shown in table 
3, the quantity of packets received over a distance 
of 30 meters is not even acceptable. Consequently, 
it can be inferred that at greater distances the sce-
nario will be worse. Conversely, the current meth-
odology aims to fix all those issues and consolidate 
itself as a scalable prototype which is also energy 
efficient and, most important, one that ensures the 
amount of lost data packets will be less than 4 % 
(see Table 3). 
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The results from table 4, show the probability 
failure of the contrasted equipment. These results 
bring about a high probability of the equipment fail-
ing in the first month. However, there is a difference 
which indicates the equipment from [9] might fail 
in its functioning. On the other hand, the results 
from table 5 shows that the proposed prototype has 
a better performance in time than its counterpart. 
Comparing the results shown in Table 2 and Table 
3, it is clear that the energy needed to operate for the 
current methodology is much less than the needed 
in [9]. Furthermore, it is important to add that the 
tests for each methodology were applied exactly in 
the same environment, hence, providing greater 
credibility to the results obtained.
Iv. concluSIon 
Based on the results, the adopted strategy for data 
reception combining hardware and software com-
ponents led to a decrease in energy consumption 
of each display module and decoder stage in stable 
conditions. This process is independent from the 
electrical characteristics of different active compo-
nents to be used (display, transistors, optocouples, 
among others).
The wired communication protocol of this work 
improved the system’s reliability, since it increased 
the number of data packets received during the 
transmission-reception process as well as the data 
transmission at considerable distances. In addition, 
although the solution used physical drives, these are 
considerably smaller than those reported in [5].
The proposal allowed to add a display module 
through the proposed serial communication. Al-
though, it is a wireless connection, the modularity 
and scalability are still conserved. These features 
allowed, firstly, decentralize the energy source of 
the decoder and display module from the rest of the 
equipment. The above is very important because it 
eliminates the need to depend on a single source 
of energy. And secondly, the system can develop 
through time, which can be really important for big 
health centers.
The methodology retained the simplicity and phi-
losophy reported in [5], [9], since it keeps the infra-
structure of the health center (few parts have to be 
changed) and the intercom can be used as a medium 
to extract the attention orders without making tech-
nological adjustments for equipment installation. 
This low-cost option is crucial when the resources 
are limited.
For future works, we are interested in linking a 
display module stage that allows not only to inform 
the room that requests medical service, but also, to 
be able to generate different types of reports related 
to the user, for example, (name, treating doctor, 
among others), as well as advertising related to the 
services offered by the health care provider. 
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